[The measurement of ST-T segment parameters in ambulatory ECG].
The measure methods of ECG parameters in the repolarization process were studied experimently. The conception of adaptive adjustment in ST segment level measurement was proposed, and a scheme for the adjustment was established with clinical experiences. With the progress of ambulatory ECG, the sectioned and equivalent areas of ST-T segments were extracted.